
ETH Library

Approval of artificial intelligence
and machine learning-based
medical devices in the USA and
Europe (2015–20): a comparative
analysis

Journal Article

Author(s):
Muehlematter, Urs J.; Daniore, Paola; Vokinger, Kerstin Noëlle

Publication date:
2021-03

Permanent link:
https://doi.org/https://doi.org/10.3929/ethz-b-000703116

Rights / license:
Creative Commons Attribution-NonCommercial-NoDerivatives 4.0 International

Originally published in:
The Lancet Digital Health 3(3), https://doi.org/10.1016/s2589-7500(20)30292-2

This page was generated automatically upon download from the ETH Zurich Research Collection.
For more information, please consult the Terms of use.

https://doi.org/https://doi.org/10.3929/ethz-b-000703116
http://creativecommons.org/licenses/by-nc-nd/4.0/
https://doi.org/10.1016/s2589-7500(20)30292-2
https://www.research-collection.ethz.ch
https://www.research-collection.ethz.ch/terms-of-use


Health Policy

www.thelancet.com/digital-health   Vol 3   March 2021	 e195

Approval of artificial intelligence and machine learning-
based medical devices in the USA and Europe (2015–20): 
a comparative analysis
Urs J Muehlematter, Paola Daniore, Kerstin N Vokinger

There has been a surge of interest in artificial intelligence and machine learning (AI/ML)-based medical devices. 
However, it is poorly understood how and which AI/ML-based medical devices have been approved in the USA and 
Europe. We searched governmental and non-governmental databases to identify 222 devices approved in the USA 
and 240 devices in Europe. The number of approved AI/ML-based devices has increased substantially since 2015, with 
many being approved for use in radiology. However, few were qualified as high-risk devices. Of the 124 AI/ML-based 
devices commonly approved in the USA and Europe, 80 were first approved in Europe. One possible reason for 
approval in Europe before the USA might be the potentially relatively less rigorous evaluation of medical devices in 
Europe. The substantial number of approved devices highlight the need to ensure rigorous regulation of these 
devices. Currently, there is no specific regulatory pathway for AI/ML-based medical devices in the USA or Europe. We 
recommend more transparency on how devices are regulated and approved to enable and improve public trust, 
efficacy, safety, and quality of AI/ML-based medical devices. A comprehensive, publicly accessible database with 
device details for Conformité Européene (CE)-marked medical devices in Europe and US Food and Drug Administration 
approved devices is needed.

Introduction
In medicine, artificial intelligence and machine learning 
(AI/ML)-based medical devices aim to improve patient 
care by uncovering new insights from big data generated 
by an individual patient and the collective experience of 
many patients.1

AI can be defined as the science and engineering 
of making intelligent machines, especially intelligent 
computer programmes.2 However, there is still no 
complete definition of AI3 and it can include different 
techniques, such as ML, statistical methods, or expert 
systems, that primarily rely on decision rules. Furthermore, 
the different techniques can overlap, especially in ML and 
statistical methods.4 In this Health Policy, we use the 
US Food and Drug Administration (FDA) definition of 
ML as a system that has the capacity to learn from training 
on a specific task by tracking performance measures.5 
Although early AI systems were generally based on 
decision rules, AI research focuses on ML methods.6 
Therefore, for the purpose of this study we only included 
devices using ML approved between 2015 and 2020 and 
refer to them as AI/ML-based methods.

When intended to diagnose, treat, or prevent health 
problems, AI/ML-based software is defined as a medical 
device under the Food, Drug, and Cosmetic Act (in 
the USA) and the Council Directive 93/42/EEC (in EU 
countries) and Therapeutic Products Act (in Switzerland). 
The FDA provides real-world examples for AI/ML-based 
devices, such as an imaging system that uses algorithms 
to give diagnostic information for skin cancer or a smart 
electrocardiogram device that estimates the probability of 
a heart attack.5

The approval of medical devices and their regulation 
are handled differently in the USA and Europe (table). 
There is no specific regulatory pathway for AI/ML-based 

medical devices in the USA or Europe. Instead, based 
on the risks of the devices, the centralised FDA clears 
medical devices through three pathways: the premarket 
approval pathway (most stringent review for high-risk 
devices), the de-novo premarket review (for low and 
moderate-risk devices), and the 510(k) pathway.1 For 
simplicity, we use approval to refer to the clearance of 
such devices.

Unlike the USA, medical devices are not approved by 
a centralised agency in Europe. However, for the lowest 
risk medical devices (ie, class I), the manufacturer has 
the sole responsibiliaty to ensure that products in risk 
class I comply with the regulations without undergoing 
an approval process. Medical devices of high risk classes 
(IIa, IIb, and III) are handled by private so-called Notified 
Bodies—ie, organisations that have been accredited to 
do a conformity assessment and issue a Conformité 
Européenne (CE) mark.7 The same approach applies to in-
vitro medical devices (IVD).8 The EU member states, 
European Free Trade Association States (Liechtenstein, 
Iceland, Norway, and Switzerland), and Turkey concluded 
treaties regarding the mutual recognition of conformity 
assessments for medical devices.8 For simplicity, we 
use Europe to refer to these countries. Each of these 
European countries recognise the CE mark issued by 
accredited private Notified Bodies in the other European 
countries (ie, a device approved in Germany is, for 
example, automatically also recognised in France, 
England, or Switzerland). The manufacturer can select a 
Notified Body for CE mark in any of these countries.

There has been a surge of interest in AI/ML-based 
medical devices across regulatory bodies, academia, and 
industry.9,10 For example, the FDA announced in 2019 
that it was reviewing how to regulate AI/ML-based 
medical devices.5 Previous studies have analysed, 

Lancet Digit Health 2021; 
3: e195–203

Published Online 
January 18, 2021 
https://doi.org/10.1016/ 
S2589-7500(20)30292-2

Institute of Diagnostic and 
Interventional Radiology, 
University Hospital Zurich, 
University of Zurich, 
Switzerland 
(U J Muehlematter MD); and 
Institute of Law, University of 
Zurich, Switzerland 
(P Daniore MSc, 
Prof K N Vokinger PhD)

Correspondence to: 
Prof K N Vokinger, Institute of 
Law, University of Zurich, 
CH-8001 Zurich, Switzerland 
kerstinnoelle.vokinger@usz.ch

http://crossmark.crossref.org/dialog/?doi=10.1016/S2589-7500(20)30292-2&domain=pdf


Health Policy

e196	 www.thelancet.com/digital-health   Vol 3   March 2021

among other things, the chances and risks of 
AI/ML-based medical devices or regulatory and ethical 
implications.1,11 Nonetheless, to our knowledge there is 
no comprehensive analysis of AI/ML-based medical 
devices approved in the USA and Europe. Attempts to 
widely assess AI/ML-based medical devices might have 
been hampered by the absence of a publicly available 
register of approved medical devices in Europe (by 
contrast to the USA), the confidentiality of information 
submitted to the Notified Bodies and regulators, and the 
decentralised nature of approval decisions.12,13

To assist the current discussions of legislative and 
regulatory reforms intended to regulate AI/ML-based 
medical devices, we aimed to identify and analyse 
AI/ML-based medical devices approved in the USA and 
CE marked in Europe between 2015 and 2020.

Methods
Data extraction and aggregation
For all eligible AI/ML-based medical devices, the 
following characteristics were collected: device name, 
manufacturer, approval date, intended use, and approval 
pathway.14 Additionally, we extracted the medical specialty 
of the devices approved by the FDA and applied the same 
logic to the CE-marked devices.15

The following information was extracted from the 
commercial databases Orbis (Netherlands)16 and Eikon 
Refinitiv (New York, NY, USA):17 origin country of the 
manufacturer (in case of residencies in more than 
one country, we selected the residence country where 
the device was developed) and size of the company 
(based on the US Small Business Administration’s 

definition that states small software publisher busi
nesses are those that include operations of less than 
US$38·5 million in annual revenue or fewer than 
500 employees).18 For non-registered manufacturers, we 
consulted the manufacturers’ website and categorised 
these companies as small or large on the basis of the 
number of employees listed on the website.

Statistical analysis
Descriptive statistics were done for the extracted variables 
and trends over time.

Pearson χ² tests with Yates’ correction were used to 
assess the relationship of categorical variables (medical 
specialty, size of manufacturer, country of origin, health-
care professional application vs direct patient use) with 
the regulatory pathway or risk classification of AI/ML-
based medical devices approved in the USA and CE 
marked in Europe. Post-hoc analyses of the χ² tests were 
done to further assess which combination of regulatory 
pathway or risk classification and categorical variables 
are responsible for significant χ² statistics (p<0·05).

In adjusted analyses, we did a multivariable linear 
regression analysis for AI/ML-based medical devices 
approved in both the USA and Europe, to assess approval 
time differences between both jurisdictions, and the 
statistical significance of our model. The analysis 
adjusted for country of origin, intended user (ie, 
application by health-care professionals vs direct patient 
use), medical specialty, company size, and regulatory 
pathway (USA only).

Sensitivity analyses were done without the presence 
of outliers and with CE-marking years as continuous, 

USA Europe*

Regulatory agency

Organisation FDA Accredited private Notified Bodies; manufacturer’s 
self-responsibility for (low risk) medical devices; mutual 
recognition between EU States, EFTA States, and Turkey

Centralised or decentralised Centralised Decentralised

Regulatory pathway

Specific pathway for AI/ML-based 
medical devices 

None None; general requirements are safety, performance, 
and reliability; clinical studies generally assess high-risk 
devices; requirements can vary across Notified Bodies

Premarket approval Most stringent regulatory category for high-risk medical devices (class III); devices must provide 
valid scientific evidence from non-clinical and clinical studies showing safety and effectiveness

NA

510(k) pathway For class I, II and III medical devices for which premarket approval is not indicated; submitters 
must compare their device to one or more similar legally marketed devices; it can include 
non-clinical and clinical performance data

NA

De-novo premarket review For class I or class II medical devices for which general controls alone, or general and special 
controls, provide reasonable assurance of safety and effectiveness for the intended use

NA

Approval pathway

Type of approval Approval by FDA CE mark

Public access to approval 
documents

Yes Very limited by availability

CE=Conformité Européenne. EFTA=European Free Trade Association. FDA=US Food and Drug Administration. NA=not applicable. *We use Europe to refer to EU member states, EFTA countries, and Turkey.

Table: Overview of medical device regulation in the USA and Europe
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instead of categorical, variables to assess the robustness 
of the model.

All statistical analyses were done using R (version 3.6.1).

Results
Overview
Our search identified 15 525 sources of interest. Our final 
study cohort included 222 AI/ML-based medical devices 
approved by the FDA and 240 AI/ML-based CE-marked 
medical devices in Europe. 202 (91%) of 222 of the 
included US devices were identified using medical device 
database searches and 150 (63%) of 240 of the included 

European devices were identified using medical device 
database searches (figure 1, appendix pp 3–37). 124 AI/ML-
devices were commonly approved in the USA and Europe.

Approved AI/ML-based medical devices in the USA
The number of approved AI/ML-based medical devices 
by the FDA increased from nine devices in 2015, 
13 in 2016, 32 in 2017, 67 in 2018, to 77 in 2019. Between 
Jan 1 and March 31, 2020, 24 AI/ML-based medical 
devices were approved by the FDA (figure 2).

204 (92%) of 222 AI/ML-based medical devices were 
approved through the 510(k) pathway, 15 (7%) through 

Figure 1: Flowchart for inclusion of AI/ML-based medical devices approved in the USA and CE marked in Europe
AI/ML=artificial intelligence and machine learning. ANSM=Agence Nationale de Sécurité du Médicament et des Produits de Santé. DIMDI=Deutsches Institut für Medizinische Dokumentation und Information. 
FAMPH=Federal Agency for Medicines and Health Products. FDA=US Food and Drug Administration. LSciD=Austrian Life Sciences Directory. MdS=Ministero della Salute. MHRA=Medicines and Healthcare 
Products Regulatory Agency. Regex=regular expression. *Only original medical devices of the openFDA database file were included. †Because of low item numbers of medical devices (n=147 for de novo 
and n=198 for premarket approval), no specific search was applied and all items were reviewed manually. ‡The stated searches were done sequentially from left to right as listed in figure 1; already included 
products from a previous search were excluded. §Europe is used to refer to the EU member states, European Free Trade Association states (Liechtenstein, Iceland, Norway, and Switzerland), and Turkey.

Devices identified

Devices analysed

Manual review

Search strategy
(hits)

Data source

Devices identified

Devices analysed

Manual review

Search strategy
(hits)

Data source

USA

§

Europe§

18 devices identified 148 devices identified 36 devices identified 10 devices identified 10 devices identified

150 devices identified 52 devices identified 38 devices identified

Online searches (eg, PubMed, 
manufacturers’ websites)

 18 devices detected 
 18 devices included 
 327 devices excluded

 148 devices detected 
 148 devices included 
 2250 devices excluded

 45 devices detected 
 36 devices included‡ 
 599 devices excluded

 82 devices detected 
 10 devices included‡  
 3232 news articles excluded

 150 devices detected
 150 devices included 
 3148 devices excluded

 98 devices detected 
 52 devices included‡ 
 5428 news articles excluded

FDA (openFDA)

Regex search: 
Device Database (644)

222 AI/ML-based medical devices analysed

Regex search (3314)

Online searches (eg, PubMed, 
manufacturers’ websites)

Factiva (news articles)

Keyword search (3298)   Regex search (5526)

European databases:
DIMDI (Germany), MHRA 
(England), ANSM (France), 
MdS (Italy), LSciD (Austria), 
FAMPH (Belgium)
 

Factiva (news articles)

240 AI/ML-based medical devices analysed

510(k) 510(k)

147 de novo
198 premarket approval*†

Keyword search: Product
Code Database (2398)

See Online for appendix
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de-novo pathway, and 3 (1%) through the premarket 
approval pathway (figure 3).

129 (585) of 222 AI/ML-based medical devices 
were approved for radiology, followed by 40 (58%) 
cardiovascular devices, and 21 (9%) neurological devices 
(figure 3). The number and proportion of FDA approved 
devices for radiology increased from six devices in 2016, 
16 devices in 2017, 40 devices in 2018, to 47 devices in 2019.

189 (85%) of the 222 FDA-approved medical devices 
were intended for use by health-care professionals, 
whereas 33 (15%) were intended for use by the patient.

172 (77%) were marketed by small companies and 
50 (23%) by big companies. The majority of manu
facturers were based in the USA during the time of 
approval (126 [57%] of 222 devices), followed by Israel 
(16 devices [7%]), Sweden (ten devices [5%]), England 
(nine devices [4%]), and France (eight devices [4%]).

Significant associations were observed between the 
FDA regulatory pathway and the medical specialty of 
the 222 devices (p=0·011). Post-hoc analyses show 
that the number of molecular genetics devices that 
were approved through the de-novo pathway was 
considerably higher than expected under the null 
hypothesis (p=0·008). No associations were observed 
between the FDA regulatory pathway and the devices’ 
countries of origin of the manufacturers (p=1·00), 
intended use by health-care professional application 
versus direct patient use (p=0·16), and size of the 
manufacturer (p=0·88; appendix pp 38–41).

CE-marked AI/ML-based medical devices in Europe
Of the 240 AI/ML-based medical devices that were CE 
marked in Europe, 13 AI/ML-based medical devices were 

CE marked in 2015, 27 in 2016, 26 in 2017, 55 in 2018, 
and 100 in 2019 (figure 2). Between Jan 1, 2020, and 
March 31, 2020, 19 AI/ML-based medical devices were 
CE marked in Europe.

85 (35%) of these 240 AI/ML-based medical devices 
were qualified as class I, 95 (40%) as class IIa, 28 (12%) as 
class IIb, 11 (5%) as IVD and two (1%) as class III. Data 
were not available for 19 (8%) of the devices.

126 (53%) of 240 AI/ML-based medical devices were 
for use in radiology, followed by 30 (13%) for general 
hospital use, 24 (10%) were cardiovascular devices, 
19 (8%) were neurological devices, 12 (5%) were 
ophthalmic devices, and nine (4%) were pathological 
devices. Other medical specialties were gastroenterology 
and urology (6 devices [3%]), clinical chemistry (four 
devices [2%]), anaesthesiology (three devices [1%]), 
microbiology (two devices [1%]), obstetrics and 
gynaecology (two devices [1%]), dental (two devices [1%]) 
and haematology one device [0·4%]). The number and 
proportion of CE-marked devices for radiological use 
increased from 10 devices in 2016 (37%), 15 devices in 
2017 (58%), followed by a decrease to 28 devices in 2018 
(51%), to 59 devices (59%) in 2019.

196 (82%) of 240 AI/ML-based medical devices were 
intended for application by health-care professionals 
and 44 (18%) devices for direct patient use. 193 (80%) 
AI/ML-based medical devices were manufactured by 
small companies and 47 (20%) by big companies at the 
time of approval.

Significant associations were observed between the 
classification of devices (n=221) and countries of origin 
of the manufacturers (p<0·001), medical specialty 
(p<0·001), and size of the manufacturers (p<0·001). 
Post-hoc analyses show that the number of devices from 
England-based (p<0·001) manufacturers approved under 
class I and Israel-based devices approved under class IIa 
(p=0·02) were considerably higher than expected under 
the null hypothesis. Higher counts than expected under 
the null hypothesis were also observed with radiological 
devices that were CE-marked under class IIa (p=0·04), 
neurological devices CE-marked under class I (p=0·01), 
haematological devices CE-marked under class IVD 
(p<0·001), pathological devices CE marked under class 
IVD (p<0·001), and devices CE marked by small and 
large manufacturers under class I (p<0·001) and class IIb 
(p=0·01). No associations were observed between the 
classification of devices (n=221) and their intended 
use by health-care professionals (p=0·13) (appendix 
pp 42–47).

Common AI/ML-Medical devices in the USA and Europe
124 (27%) of 462 AI/ML-medical devices were commonly 
approved by the FDA in the USA and CE marked in 
Europe. 44 (35%) AI/ML-based medical devices were first 
approved in the USA, 80 were first CE marked in Europe. 
The median time difference was 18 days premarket 
approval before CE marking (three devices [2%]), 137 days 

Figure 2: Number of approved (USA) and CE-marked (Europe) AI/ML-based 
medical devices between 2015 and 2019
The CE-mark year is considered the approval year for devices in Europe. 
AI/ML=artificial intelligence and machine learning. CE=Conformité Européenne.
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CE marking before 510(k) approval (116 devices [94%]), 
and 117 days for CE marking before de-novo approval 
(5 devices [4%], figure 4). 98 devices were approved in the 
USA but not in Europe. 116 devices were approved in 
Europe but not in the USA.

Among the 124 devices approved in the USA and Europe, 
most were approved for radiology (80 devices [65%]), 

followed by 18 (15%) cardiovascular devices, and 9 (7%) 
neurological devices (figure 4).

86 (69%) AI/ML-based medical devices were developed 
by small companies and 38 (31%) by big companies 
(figure 4).

The proportion of devices that were commonly 
approved from large companies (38 [31%] of 124 devices) 

Figure 3: Sankey plot for AI/ML-based medical devices approved in the USA
Data from Jan 1, 2015, to March 31, 2020. AI/ML=artificial intelligence and machine learning. NA=not applicable.
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is larger than the proportion of non-commonly 
approved devices from the FDA (9 [9%] of 98 devices) 
and CE marked in Europe (9 [8%] of 116 devices). 
Multivariate regression showed a median time dif
ference of 166 days CE marking before 510(k) approval 
(p<0·001). Sensitivity analyses showed similar results 
(appendix pp 48–53).

Radiology: the leading medical specialty for 
AI/ML devices
The number of approved and CE-marked AI/ML-based 
medical devices has continuously increased in the USA 
and Europe since 2015 (figure 2), with more devices 
approved in Europe (240 devices) by comparison with the 
USA (222 devices). However, the amount of devices CE 
marked in Europe might be underestimated because 
there is no comprehensive, publicly available database of 
all CE-marked medical devices in Europe. Only few 
devices were qualified as high-risk—ie, approved 

through the premarket approval pathway by the FDA 
(3 devices [1%]) or were categorised as class III devices 
in Europe (2 devices [1%]).

In both the USA and Europe, most (129 [58%] devices 
in the USA and 126 [53%] devices in Europe) AI/ML-based 
medical devices are approved or CE marked for 
radiological use, substantially more so than other medical 
specialties. A contributing factor for this might be that 
radiological imaging data grow at a disproportionate rate 
when compared with the number of available trained 
readers.19 Furthermore, the decline in imaging reimburse
ments has forced health-care providers to compensate by 
increasing productivity.20 Additionally, as imaging data 
are collected during routine clinical practice, large 
datasets are readily available and efficient to apply; 
therefore, offering an incredibly useful resource for 
scientific and medical discovery. Overall, the amount of 
approved and CE-marked AI/ML-based medical devices 
in radiology have increased since 2015. It could be an 
indication that radiology related AI/ML-based medical 
devices will continue to increase. However, the amount 
of approved and CE-marked devices does not allow any 
conclusions about whether the devices are actually applied 
in practice. Conversely, based on our experiences, there 
could be AI/ML-based medical devices that are developed 
in hospitals or research institutions and applied internally 
without approval or CE mark;21 however, this was not the 
scope of our analysis.

Regulatory pathways and risk classes
In the USA, only three AI/ML-based medical devices 
were approved through the premarket approval pathway. 
Two are radiology devices for breast cancer detection 
assistance and breast abnormality detection assistance 
(appendix pp 3–20). In Europe, only two AI/ML-based 
medical devices were classified as risk class III. Both are 
radiology devices that support cardiac MRI and CT post-
processing workflows (appendix pp 21–37). Notably, there 
are devices for similar intended uses that were approved 
through relatively leniant pathways—eg, the radiology 
device MammoScreen (Therapixel, Valbonne, France) for 
breast cancer detection support, or Cardio AI (Arterys, 
San Francisco, CA, USA) as part of the Arterys MICA 
device for cardiac MRI post-processing workflows were 
approved through the 510(k) pathway.

No statistically significant associations were observed 
between the FDA regulatory pathways and the manu
facturers’ or devices’ country of origin of the manu
facturer, the intended use by the health-care professional 
versus patient, and the size of the manufacturers. From a 
regulatory perspective, an association would have been 
expected between the intended use by the health-care 
professional application versus direct patient use since 
professional applications include devices supporting 
health-care professionals in crucial medical decisions, 
including the monitoring and analytics of acute 
blood loss (eg, Early Bird Bleed Monitoring System 

Figure 4: Median time between AI/ML-based medical devices that have been CE marked in Europe and also 
approved by the FDA in the USA
AI/ML=artificial intelligence and machine learning. CE=Conformité Européenne. FDA=US Food and Drug Administration.
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(Saranas, Houston, TX, USA) or pulmonary nodule 
detection from CT scans (eg, syngo.CT Lung CAD 
[Siemens Medical Solutions, Malvern, PA, USA]). A 
statistically significant association was only observed 
between the FDA regulatory pathway and the medical 
specialty of molecular genetics. However, since only 
one AI/ML-based medical device in our cohort is 
qualified as a molecular genetics device (MUTYH-
Associated Polyposis [23andMe, Mountain View, CA, 
USA]), more molecular genetics devices need to be 
approved before conclusions on how the FDA approval 
pathway affects the specialty molecular genetics can be 
made.

In Europe, statistically significant associations 
were observed between risk class I of the CE-marked 
AI/ML-based medical devices and the manufacturer’s 
country of origin (Israel and England) and the risk 
classes and the size of the companies. It is possible 
that the countries and the Notified Bodies where the 
medical devices are assessed might explain these 
results. In Europe, manufacturers are free to choose in 
which European country their medical device shall be 
CE marked—ie, it does not have to be in the country in 
which the manufacturer is based or the medical device is 
developed (this is also called forum shopping).22 The 
Notified Bodies also apply different standards regarding 
the risk classification.22

Comparison between US and European policy 
implications
124 AI/ML-based medical devices of our study cohort have 
been commonly CE marked in Europe and approved in 
the USA during the study period. These devices make up 
56% of those approved by the FDA and 52% of those that 
are CE marked. Big companies are more likely to get both 
FDA approval and a CE mark by comparison with small 
companies (appendix pp 3–37). Among the devices that 
had both FDA approval and a CE mark, 80 were first CE 
marked in Europe before approval in the USA (figure 4), 
which is consistent with findings from a previous study.12 
One possible reason for CE mark in Europe before 
approval by the FDA might be the relatively less rigorous 
and decentralised evaluation of medical devices in 
Europe. This hypothesis is strenghtened by an FDA report 
highlighting 12 devices that were only approved in Europe 
and later found to be unsafe or ineffective.12 However, it is 
important to note that more analyses are necessary to 
draw evidence-based conclusions

However, evidence on the safety and performance of 
the European approach to the regulation of medical 
devices, including AI/ML-based medical devices, is 
scarce.12,13 Attempts to study CE-marked medical devices 
in Europe might be hampered by the absence of a 
publicly available register of approved devices (by 
contrast with the USA), the confidentiality of information 
submitted to Notified Bodies and regulators, and the 
decentralised pathway of CE-marking decisions.12,13 The 

current European Commission’s database on medical 
devices (Eudamed2) is a restricted access (ie, not publicly 
available) repository for information on market surveil
lance exchanged between national competent authorities 
and the European Commission.23 In 2022, a more 
comprehensive database (Eudamed) shall become fully 
operational. By contrast to the current database, some 
information shall be publicly accessible (eg, registration 
of certificates of conformity, summary of safety, and 
clinical performance).24 We believe that this is a crucial 
step to improve the understanding of and evaluate the 
opportunities and risks of these medical devices. 
However, we urge researchers to not only publish 
summaries of safety and clinical performance but also 
produce improved comprehensive documents because 
current summaries offer insufficient information about 
the devices. Also in the USA, more transparency than is 
currently applied is advisable. The information provided 
in the summaries and statements of approved medical 
devices is vague and scarce, which makes it chal
lenging to identify AI/ML-based devices and might 
confine the device’s capabilities. For example, the device 
SnoreSounds (Appian Medical, Severna Park, MD, USA), 
is described in the FDA statement as “software... 
indicated for use as an aid in the diagnostic evaluation of 
snoring in patients”.25 Because of the vague and scarce 
information in the statement, this device was not 
identified in our FDA search. However, we identified the 
device via Factiva, where it is described as “software [that] 
employs neural network algorithms to analyse sleep 
breathing sounds caused by airway collapse during 
apnea”.26 It would be helpful if the FDA provided more 
information on whether medical devices are AI/ML-
based, so that potential improvements in clinical practice27 
and device limitations are clear.6,28,29 Transparency has the 
potential to improve the efficacy, safety, and quality of 
clinical research by allowing agencies, regulators, 
researchers, and companies to learn from successes and 
failures of devices, and reflects the ethical responsibility 
of regulators and manufacturers.29

Detecting approved and CE-marked AI/ML-based 
medical devices is challenging, not only because of the 
described lack of transparency but also because of the 
different use of the terms associated with AI/ML on 
manufacturers’ websites and in news articles. This 
discrepancy might have also led to a lower number of 
detected AI/ML-based devices in a previous study.30

Limitations
Our study has limitations. First, there is no unified 
definition for AI/ML. A broader definition of AI/ML could 
lead to more AI/ML-based medical devices being approved 
by the FDA in the USA and CE marked in Europe. Second, 
it was not always possible to determine whether a medical 
device was AI/ML based (even after contacting the 
manufacturers). Third, there is no exhaustive available 
database in Europe for CE-marked medical devices. 
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Because of the strong incentives for companies to market 
and sell their devices as widely as possible,12 we believe 
our included devices represent a major amount of 
AI/ML-based medical devices. Finally, we classified the 
AI/ML-based medical devices to the 19 medical specialties 
on the basis of the FDA’s approach,15 other classifications 
are possible.

Conclusion
The number of approved and CE-marked AI/ML-based 
medical devices has increased substantially since 2015, 
with many being approved for the radiology specialty. 
However, only a small fraction of the included AI/ML-
based medical devices were qualified as high-risk devices. 
Of the AI/ML-based medical devices commonly approved 

and CE marked in the USA and Europe, a majority were 
first CE marked before approval by the FDA. The findings 
show the importance of current discussions of how to 
regulate AI/ML-based medical devices and whether more 
rigorous regulations for approval are needed. More 
transparency is advisable (eg, a publicly accessible 
database for CE-marked medical devices in Europe, more 
device details in the FDA’s summaries) to enable and 
improve efficacy, safety, and quality of AI/ML-based 
medical devices.
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